NOTICE 


THIS DOCUMENT HAS BEEN REPRODUCED FROM 
MICROFICHE. ALTHOUGH IT IS RECOGNIZED THAT 
CERTAIN PORTIONS ARE ILLEGIBLE, IT IS BEING RELEASED 
IN THE INTEREST OF MAKING AVAILABLE AS MUCH 
INFORMATION AS POSSIBLE 



ANNUAL REPORT 


TO 


NATIONAL AERONAUTICS AND SPACE ADMINISTRATION 

ON 


SOLID STATE CRYSTAL PHYSICS AT VERY LOW TEMPERATURES 

NSG 7196 


W. Davis, K. Krack. J.-P. Richard and J. Weber 


April 1980 

{NASA-C8-163240) SOLID STATE CRYSTAL 1180-26 

PHYSICS AI VERY LOW TEMPER ATUBES Annual 
Report (flaryland Univ.) 38 p liC A03/HF A01 

CSCL 20L Unoias 

GJ/76 23498 



UNIVERSITY OF MARYLAND 

department of physics and astronomy 

COLLEGE PARK, MARYLAND 


ANNUAL REPORT 


To 

NATIONAL AERONAUTICS AND SPACE ADMINISTRATION 

On 


SOLID STATE CRYSTAL PHYSICS AT VERY LOW TEMPERATURES 

NSG 7196 


W. Davis, K. Krack, J.-P. Richard and J. Weber 


April 1980 


TABLE OF CONTENTS 





ABSTRACT 1 

INTRODUCTION 2 

DESIGN OF MILLI-KELVIN CRYOSTAT 3 

NAGNETIC LEVITATION 8 

COMPLETION OF THE GAS HANDLING SYSTEM 10 

PROPOSED EXPERIMENTS 11 

APPENDIX 

DESCRIPTION OF DILUTION REFRIGERATOR 


f 


1 


ABSTRACT 

The properties of nearly perfect crystals are being studied at cryogenic 
temperatures. 

A large Helium 3 Helium 4 dilution refrigerator has been assembled, and 
is described. 

We have designed and constructed a cryostat suitable for cooling a 35 
liter volume to .020 Kelvin, together with instrumentation to observe the 
properties of nearly perfect crystals. 
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INTRODUCTION 

In recent years* techniques have been developed for growing large very 
nearly perfect crystals. The properties of these crystals are of great 
Interest In learning more about the structure of matter* and that Is the 
Immediate objective of the low temperature physics research described here. 

These crystals* together with the e vironment of a spacecraft* offer 
some exciting possibilities. Extension of the crystal growing technology 
to the zero g region Is likely to result In even more perfe t crystals. 
Instruments based In the properties of these crystals offer possibilities 
of doing new physics* In a spacecraft. 

These crystals also offer the possibility of serving as references 
for an entirely new class of clock* orders more precise than an atomic 
hydrogen maser. 

In this report we describe first the development of a facility capable 
of cooling a volume of 35 liters to the region .020 Kelvin. Then we will 
describe the instrumentation for observing some of the properties of large, 
nearly perfect crystals at very low temperatures. 
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DESIGN OF MILL !-KaVIN CRYOSTAT 

The study of the properties of single crystal silicon and sapphire 
by our group at the University of Maryland has Indicated that temperatures 
below that of liquid helium are needed In order to more thoroughly under- 
stand the mechanisms of acoustic loss In these crystals. Toward this we 
have recently acquired a He^-He^ dilution refrigerator from the S.H.E. 
Corporation. This device will allow us to reach temperatures of approxi- 
mately .02 K. Because of the size of the crystals under study, however, 
a fairly large volume would have to be cooled. This neczssitated the 
construction of * liquid helium cryostat of a size and configuration 
unavailable commercially. This section describes the design 
of this cryostat. Also the design of the experiment vacuum chamber and 
adaptor for the dilution refrigerator insert is described. 

STRUCTURE 

A drrving of the cryostat appears in Figure 1. The dimensions shown 
allow a final .02 K volume of 'v-35z. 

The outer wall of the cryostat is at room temperature and is 25" 
diameter X 72" long. Inside this is the liquid nitrogen shield which 
is a shell formed by two co-axial cylinders of 22" and 19" diameters 
X 68" long. This liquid nitrogen tank has a volume of 108 £. Across 
the bottom of this tank is a 1/16" thick copper plate for thermal 
shielding. Also for thermal shielding is a 1/16" thick copper liner 
welded to the inside of the tank and extending 48" from the top. The 
entire liquid nitrogen tank is suspended from three stainless steel 
pipes 1/4" I.D. X 3/32" wall thickness. 
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Thermal considerations lead to the use of a fiberglass vessel for the 

Inner container where the liquid helium would be. It Is 16” I.D. X 70” long 

X 1/4” wall thickness. The vessel mates at room temperature to the rest 

of the cryostat with a teflon gasket. The fiberglass Is made from Hetron 31, 

a polyester resin made by Ashland Chemicals. Typical properties of a 

Hetron 31 laminate areshown In Table 1. 

To the bottom of the liquid nitrogen tank was thermally attached a 

container holding O lbs of Type 5A Linde molecular sieve material. This 
was to absorb any residual nitrogen left In the vacuum space after pumping. 

A graph of the absorbance of Type 5A *s shown In Figure 2. Figure 3 shows 
the modified dilution refrigerator Insert. The available experimental space 
Inside the .8K thermal shield is an upright cylinder 16" tall X 13" diameter. 
This represents a volume of 35 t. 


THERMAL CALCULATIONS 

Heat Leak into the Liquid Helium 

Conduction paths Into the liquid helium are through the walls of the 
fiberglass vessel and through the support structure of the experimental 

Insert. The thermal conductivity of the fiberglass was known only at room 
temperature (2.175x 10"^ ^j^). However, since the glass fibers contribute 

much to the properties of fiberglass. It was decided to use the thermal 
conductivity curve for fused quartz normalized at room temperature to the 
value for fiberglass. Using the data, from the American Institute of Physics 
Handbook, the following results were obtained for fiberglass: 
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and 


77 

Kfj i I »(T) dT* .0781 i 
4.2 
300 

"F2 ' 1 *(T)dTl.341 A 
77 


If the thermal gradient Is from room temperature at the top of the cryostat 
to 4.2 K at the top of the liquid helium and we assume the level of helium 
Is 24" from the top (this Is the highest level), we get the heat leak from 
this source to be ■ .56w. 

It Is Instructive at this point to compare the fiberglass vessel to a 
similar vessel made of stainless steel. If stainless steel were used for 
the Innermost shell, the minimum thickness would be 0.04". This leads to a 
heat leak of: 


300 

^S.S. ' 4 I X(T) dt » (.21cm)(30.4^) . 6.5w 
4.2 


Clearly, even though the fiberglass needs to be much thicker to withstand the 
pressure. It Is still much better thermally than stainless steel. 

To reduce the above heat leak even further, the fiberglass was heat sunk 
to the liquid nitrogen 6" from the top of the fiberglass vessel. Copper 
braid was wrapped around the circumference of the vessel and covered with 

Hetron 31 resin. This band was then connected to the liquid nitrogen tank 
via six copper braids equidistant around the circumference. Each copper 
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braid was '''12" long X .48 cm cross-section. The thermal conductivity 
of copper at 77 K Is approximately 6 . If we assume that the temper- 

ature T where the braid attaches to the fiberglass Is near 77 K, we can 
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equate the power through the braid to the power through the fiberglass to 
find T. 

(6 (T - 77) (.095cm) • (.341 ^) (5.32 cm) (fjjl 77 ) T ^ 80K 

where the left side of the equation Is the conductivity through the copper 
and the right side that through the fiberglass. With the fiberglass vessel 
heat sunk at 80 K we find the new • .14 w. The support for the experi- 
mental Insert vacuum chc^mber Is mainly the stainless steel pipes used for 
gas circulation as part of the dilution refrigerator operation. Since the 
dilution refrigerator was designed for a much smaller vacuum chamber than 
the one we will use, four 1/4" G-10 fiberglass rods were added to take up 
some of the weight. The heat leak for these Is: 

Qc 2 • (.419^) (. 021 cm) - .009w 

The total heat leak due to conductivity Is ■ .15w. (The heat leak due 

to the pipes will be considered later.) 

Around the sides and bottom of the vessel were wrapped 10 layers of 

aluminized mylar to reduce thermal radiation. The heat leak from this Is 
Qri ■ The Inside of the vessel was plugged with styrofoam Insul- 

ation to reduce convection and to channel the boll -off gas to the walls 
of the container. This plug consisted of 9 layers of styrofoam each 
'X'2.5" thick sandwiched with aluminized mylar. The heat leak due to radi- 
atlon from this direction would be Qj ^2 “ w. The total heat leak into 
the liquid helium Is Qj « .28 w. 

If we assume the boll -off gas leaves the cryostat with a temperature of 
'v20K the heat capacity of the helium would be'\<12 KJ/lIquId liter. This 
leads to a boll-off rate of '^2 £/day. Data from the S.H.E. Corporation 
Indicates that the contribution to boll -off rate from the stainless steel 
pipes of the Insert and from consumption of liquid helium In a helium 
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cold-plate would be about 5 i/day. The total boll-off rate Is, therefore, 

7 i/day. Since the liquid helium volume Is about 50 i, this rate should 
allow a 7 day running time for the dilution refrigerator. 

Heat Leak Into the Liquid Nitrogen 

The heat leak Into the liquid nitrogen due to conduction would be 

through two paths. The first conduction path Is the supporting stainless 

steel pipes. The area of these pipes Is .653cm each. The thermal con- 

300 

ductivlty for stainless steel Is, i x(T) dT ■ 27.2 If we let the 

J cm 

77 

the thermal gradient go from 300 K to 77 K over a distance of 1", we get 
«C1 • 21.0 w. The other conduction path Is the copper braid. The total area 
for these braids Is 2.9 cm^. If we let Kcm ■ 6 • 3K, we get 

• 1.7w. The total heat leak due to conduction Into the nitrogen Is 
Qg “ 22.7 w. 

The liquid nitrogen tank Is also Insulated with 10 layers of aluminlied 
niylar. The radiation heat leak from room temperature Is • 2.9 w. The 
total heat leak Into the liquid nitrogen Is, therefore, 

Qj • 25. 6w . 

If we assume the boll-off gas leaves the cryostat at 100 K, we get a boll-off 
rate of 11 t/day. Since the copper thermal shield extends only to 48“ from 
the top, we will assume the tank Is empty when the level reaches that point. 
This represents a volume of 76 i' and also gives a running time of about 7 days. 

These calculations Indicate that, with this cryostat, an experiment may 
be run for about a week without the noisy Interruption of adding cryollquids. 
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MAGNETIC LEVITATION 

In order to Isolate the crystals under Investigation as <nuch as 
possible they will be magnetically levitated. This Is accomplished by 
coating the bars with a thin layer of niobium. When the niobium goes 
superconducting It excludes any magnetic fields from the Interior of the 

d2 

bar. This creates a magnetic pressure given approximately by p > ^ 

(all units In MKS). This pressure Is exerted against the bar and, if the 
field Is properly shaped, will "float" the bar. (The proper way to calcu- 
late the necessary field strength Is to recognize that the magnetic field 
must vanish at the superconducting boundary and solve the resulting image 
problem; however, the above equation serves as a first approximation.) If 
we consider a silicon bar, 7 Inches by 2 Inches diameter, the necessary 
magnetic field strength to levitate Is *^500 gauss. The first critical 
field of niobium Is 1980 gauss at T ■ 0 and M600 gauss at T > 4.2 K. Since 

the applied field Is below the first critical field, the London equation 
can be used to calculate the penetration depth of the magnetic field and 
therefore the thickness of the niobium coating needed. The London equation 
states that the magnetic field varies exponentially with distance Into the 
superconductor with characteristic length called the London penetration 
depth. This penetration depth must be modified when Where i is 

the mean free path length of the normal electrons and c© Is the coherence 
length of the superconducting electrons. The penetration depth becomes 
X % ^L^ t Since at low temperatures electron scattering Is dominated 
by lattice Imperfections and Impurities, the worse case for niobium would 
be t ■ 3.3^ which Is the lattice spacing. With X|_ > 390^ and t© ■ 380^ 
this gives x ■ .4ym . Therefore, a coating '^lym thick would be adequate. 
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The coating process will be a chemical vapor deposition. In this 
process a low melting point niobium compound Is evaporated and allowed 
to come In contact with the crystal. The crystal has been heated so that 
the niobium compound dissociates on contact and pure niobium Is deposited. 
This method was chosen over the more energetic sputtering or plasma spray 
techniques of deposition so as to minimize damage to the crystal. The 
resulting wjating will be 5-20 wm thick. 

When a flux coll Is near a superconducting surface. Its inductance 
Is a function of distance from the surface. To stabilize the bar In the 
»1*rect1on parallel to the cylinder axis, two flat colls will be positioned 
at the ends of the bar. By measuring the ac component of the Inductance 
of the colls we can Instrument the bar. Since nothing will be touching the 
crystals except a thin layer of niobium, we expect to get good Isolation. 
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COMPLETION OF THE GAS HANDLING SYSTEM 

The dilution refrigerator purchased from the S.H.E. Corpot/itlon 
Includes a Gas Handling System (GHS) which controls the flow of He^ and 
He^ Into the dilution refrigerator. An option offered by SHE Is to buy 
only that part of the GHS which handles the more expensive He^. In order 
to purchase a more powerful refrigerator we took the half system. The 
second half of the GHS Is used for pumping and purging with He^ and N 2 . 

Ue have just completed construction of this portion so as to have all the 
capabilities of the complete GHS. This completed GMS gives us one of the 
most powerful dilution refrigerators comn^rclally available and should 
allow use to reach temperatures <20mK. 
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isotherm data sheet no. 62 

ADSORBATE: Niirogtn 
TEMPERATURE: -196*C to -75"C 


Nitrogen Absorption 

ADSORBENT: Molecular Sieve Type 5A Pellets 
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Figure 2 . Linde type 5A molecular 
sieve adsorbance 
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Figure 3. Dilution refrigerator Insert and vacuum can 




tIETRON 31 l/MINATES 


60% Class Cloth, 181 Volan A, Press Cured, 1/8 inch 


TENSILE PROPERTIES (Average of SI 

R.T. -IIO^F -32QOF -424°F 

Ultimate Strength x 10^ psi 50.0 68.1 105.3 100.0 

Initial Modulus x 10^ psi 2.97 3.24 3.87 3.92 

FLEXURAL PROPERTIES (Average of S) 

Ultimate Strength x 10^ psi 71.2 104.1 126.7 . 129.0 

Initial Modulus x 10^ psi 3.24 3.47 4.18 4.26 


EDGEWISE COMPRESSION PROPERTIES (Average of S) 

Ultimate Strength x 10^ psi 19.9 41.2 68.5 67.3 

Modulus X 10^ psi 1.64 1.85 2.36 2.71 


Table 1. Hetron 31 fiberglass properties 
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PROPOSED EXPERIMENTS 

He are presently planning to measure the mechanical Q's of several 
materials at tenq>eratures down to 20 mllllKelvIn and possibly below. The 
outline on the following page and the Illustration of figure 4 sumnarlze 
the proposed experiments. They are to be cooled with the SHE Model 420 helium 
dilution refrigerator and Maryland built cryostat described In this report. 

The materials will be In the form of bars each about seven Inches long 
and two Inches In diameter. Two different types of suspensions are to be used. 
The first Is a four point rigid aluminum suspension shown In figure 5. This 
type of suspension has been successfully used at 4 Kelvin to obtain Q's of up 

O 

to 4 X 10 . With bars of potentially higher Q this type o*« suspension is 
expected to be a limiting factor. Other materials with higter Q than aluminum 
alloy 6061 might be used to construct the rigid suspension, but ultimately we 
expect the necessity of using magnetic levitation. 

The transducer Is used to excite one of the longitudinal normal modes of 
the crystal, usually the fundamental mode. Once excited, the crystal "rings" 
for a long time. While t' * crystal Is ringing, the same or another transducer 
Is used to generate an electronic signal from the mechanical oscillation. This 
signal Is then amplified and recorded as a function of time. From this recording 
decay time constants and Q's are calculated. The DC biased capacitor transducer 
(see figure 6) has been used successfully at 4 Kelvin and will be used Initially 
for the proposed mllllKelvIn experiments. From a noise stand point the FET 
an^llfler Is best matched to the capacitor transducer. However, to observe 
crystal oscillations at lower amplitudes a quieter amplifier and transducer 
coR^lnatlon needs to be used. Such a combination Is the RF biased SQUID 
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Outline of Proposed Experiments 

1. Q Masurements of materials down to 20 mK. 

n. Materials to be tested 

A. Aluminum alloy 6061 

B. Niobium 

C. Silicon coated with niobium 

D. Sapphire coated with niobium 


111. Suspension, transducer, and amplifier 

A. Presently used system 

1. Aluminum four point suspension 

2. DC biased capacitor transducer 

3. FET amplifier 

4. To be used with each of the materials above 

B. Advanced system 

1. Magnetic levitation suspension 

2. Flat coil transducer with persistant current 

3. RF biased SQUID amplifier 

4. To be used with each of the materials above except aluminum 
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•mpllfitr coupltd to flat coils with a persistant current as shown In figure 
7. The flat coll magnetic transducer Is especially suited to be used with 
magnetic 1ev1tat1on» because It can <loub1e as horizontal stabilization colls. 

The Initial mllllKelvIn experiment will contain a niobium and an aluminum 
bar. The silicon and sapphire bars are not presently available, for they are 
now being coated with niobium. However, knowledge of the Q of nloblimi and 
aluminum Is Important for the crystal experiments, since niobium Is the crystal 
coating and aluminum will support the crystals Initially. Ultimately we wish 
to measure at mllllKelvIn temperatures the Q of niobium coated silicon and 
sapphire monocrystals, supported with magnetic levitation, and observed with 
magnetic (flat coll) transducer and SQUID amplifier. 
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DILUTION REFRIGERATORS 


FEATURES 

• Lov.x&t Minimum T«mptralur« 

• Largcct Cooling Powara 

• Rugged, Convenient Construction 

I INTRODUCTION 

SHE'S Series 400 dilution refrigerators repraaent 
new designs ba>ed upon recent fundamental ad> 
vances In dilution refrigerator technology. Sintered 
sliver heat exchangers have been Incorporated into 
Improved cryostat insert designs to provide superior 
performance and maximum reliability. Four high- 
performance Series 400 cryostat inserts » pres- 
ently available; every aspect of their design reflects 
the years of dilution refrigerator experience found 
only at SHE. 

\ 

All Series 400 cryos‘«t in£.«rts lav.j the following 
[ features; 

'• • Metal surfaces of ;he d luticn unit are gold-plated 

to improve thernriai contact and prevent corrosion. 

• Low temperature components of the refrigerator 
are supported by graphite-filled polyimidn rods 
which provide exccient thermal isolation and are 
virtually unbreaK oie. 

• Long-term reliabiUty is ensured by repeated ther- 
mal cyclino aro leak testing of every joint All 
pumping lines a';d flanges are of welded, sta niess 
steel construeV'n to avoid the need for poss'bly 
corrosive fluxes 

• A continuousiv operating coldplate condeises the 
incoming ’He and provides spare coobng power to 
thermally c * ^und Inrrjt- heat loads at 1 .3 K. This al- 
lows cont. u»us c..»etatk n ct the diiut'!. r> refrig- 
erator at its ninimum temperature, even when 
transferring h;‘‘'um into the dew .'r. 

• Spare access pc: ,r. to-' ^r: me top-plate, vac-' 
uum flange, and coldplate facilitate future in- 
stallation of special purpose leads, capillaries, 
coaxes, pumping lines, or other accessories. Two 
ports are vertically aligned from the top-plate 
through to the still. 

• The standard copper mixing chamber has provi- 
sion for both internal and external sample mount- 
ing. External samples are bolted to a heavy, gold- 
plated mour'ting flange; excellent thermal contact 
to the liquid helium inside the mixing chamber Is 
established by a targe quantity of sintered metal. 
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Mod«l 420 ORI 


Undt' typical oparatinp eortditiona. tha tampara* 
fura diffaranea batwaan tha inaida and outaida la 
laaa than 1 mK. Evan «vhan oparating with tha max* 
limim poaaibia axtarnal haat load, tha diffaranca la 
laaa than 3 mK at aR tamparaturaa. 

• Radiation baffiaa on tha pumping tubaa (uaad to 
dacraaaa halium boil-ofr in tha dawar) ara aerawad 
in plaea, allowing for aaay ramoval and moidifica* 
don. 

• A haavy, 0.6 K tharmal ahiald la attachad to tha atill 
and aurrounda tha mixing chambar and axpari* 
mantai rd^^on. 

• Carbon roaiatanca tharmomatara ara locatad on 
tha eoldplata. atiii, biaapiata, coldaat haat ax* 
ehangar, and tha mixing chamber for monitoring 
tha rafrigarator'a parformanca. Haatara ara in* 
atallad on tha eoldplata, atiii, and mixing chambar. 
Thaaa haatara and tharmomatara utiUza only 14 of 
tha 24 ahialdad, low*fraquancy iaada which ara 
atandard, leaving 10 for other apr“^atk>na. 

• A unique aintarad metal haat exchanger on tha 
baaaplata, below tha continuoua haat exchanger, 
haa a large cooling power for tharmal grounding at 
SOmK. 

Tha final atap in tha production of each SHE cryo* 
atat inaart it a complata parformanca teat in our fac- 
tory. It ia cooled to Ka minimum tamparatura aru3 
than operated with varioua haat loada and cireula* 
don rataa. Complata teat data, along with a detailed 
matallation and operation manual, ia aupplied with 
each refrigerator. 



MODEL 420, GENERAL PURPOSE 
CRYOSTAT INSERT 

The Modal 420 ia tha amallaat Sariaa 400 inaart, yet 
Ita performance axcaada that of any rafrigarator pra- 
vioualy available. It haa a typical minimum mmpara* 
tura of 6 mK and Ra cooling power, ahown in Fig. 2, ia 
far more than la uaually required, even for demand* 
Ing applicationa auch at nuclear demagnetization or 
particle beam axperimenta. 

Tha Modal 420 ia alao tha laaat axpanaiva of tha 
Sariaa 400, both to purchaaa and operate. Only 
^ about aix litara of liquid halium ara required par day, 
' even whan oparating at maximum circulation ratea. It 
fita into a convenient 14*cm*diameter dewar neck, 
yet It haa a large, 9*em*dlameter x 26-cm-tong apace 
below tha mixing chamber for mounting experi- 
menta. Straight line, direct acceaa from room tem- 
perature to the mixing chamber ia provided down the 
vacuum can pumpi «g line. Thia feature ia unique to 
the Model 420 and requirea only one vacuum 
feedthrough, at room temperature. The Model 420‘a 
auperlor performance, email aize, and economical 
price make it the recommended cryoatat inaart for 
moat applicationa. 



Hf. t Typical cooling power curvaa for Modal 420 cryoalal Inaart/ 
hindting syfttm combinationt 8om« modifieation of th# In- 
Mft roquirad to accommodaUi fh# high circutation rafat of tha 
OHS-3 Pomta marktd 4 indtea^ gyarantaad minimum valuta 
with OHS-2 Minimur lamptratura la achitvtd with a oirculation 
rat# of 70 |imof/atc 


Fig. 9 TyfMcaf cooling powtr cufvta for Modal 430 cryoftat inaart / 
gta handling ayttam combinatfona Cooling powtr tchitvtd with 
OHS-4 rtpraatnts that of tha Modal 430A Potnta marittd ^ In- 
dicatt guaranittd minimum valuta with QHS-3 Minimum tem- 
paratuft la achitvtd with a circulation rata of 60 i<moi/atc 



MODEL 430, HIGH- POWER 
CRYOSTAT INSERT 

Th* n«xt largar 8«rlM 400 cryostat Inssrt, ths Mr;4sl 
430, offsrs still bsttsr psrformancs. It has a typical 
minimum tampsraturs of 4.5 mK and its cooling 
powsr, shown In Fig. 3, is about doubis that of tha 
Modal 420. It Is mschanically vary strong and sxpsri* 
msntal p.±.cl(agas weighing mors than 10 kg may 
safsiy bs mounted in ths large, 14-cm-dlamstsrx 63- 
cm space providad. 

Several features are unique to the Model 430. These 
Include two, parallel 'He condensing systems which 
reduce the condensing pressure and help prevent 
blockage. Also provided is a flange, thermally 
grounded at 50 mK, to which an additional thermal 
shield can be attached for use witr> ultra-low tam- 
perature experiments. The bottom of the mixing 
chamber is sealed to the top by an Indium 0-rlng so 
that it can be easily replaced with one of an alternate 
design. This provision can, for example, be used to 
allow very large experiments to be mounted Inside 
the mixing chamber. Since the Model 430 requires 
larger pumps, and more liquid helium. It is gener- 
ally recommended only tor the most demanding 
applicationa. 

MODEL 430A. EXTRA-HIGH . 
POWER CRYOSTAT INSERT 

A modified veraion of the Model 430, the Model 430A, 
provides even higher cooling power (see Fig. 3). It is 
physically aimilar to the Model 430 and reaches ^e 
same minimum temperature, but its condensing 
tern and atill have been modified to ellow larger w- 
culatlon rates. It also has a unl:;ue, two-stage 
coldplate that supplies 60 mW of refrigeration for 
normal operation, or 120 mWwhen the refrigerator is 
operated at maximum circulation rate. 

MODEL 420-TL TOP-LOADING 
CRYOSTAT INSERT 

The Model 420-TL is a modified version of the Model 
420 cryostst insert that permits the operator to rap- 
idly change samples without warming the entire re- 
fri^ator to room temperature. The samples are 
mounted on a special rod and Inserted through an 
airlock on top of ths cryostat Into a tube leading 
down Into the mixing chamber. Excellent thermal 
contact Is sstablished by immersing the scimple in a 
Hquid-hellum-filled chamber attached to the. mixing 
chamber. No mechanical clamps or screws are re- 
quired. Cooldown time depends on the sample artd 
Ns holder, but complete cycles from room tempera- 
ture in much less than one hour are feasible. ElectrH 
cal leads may be attached directly to the sample or 
the sample holder for measurements of electric, 
magnetic or thermometric properties. Even thermal 
conductivity and heat capacify measurements are 
possible using the quick-change sample loader. 


DILUTION UNITS 

The dilution units (still, heat exchangers, snd mixing 
chamber) of the Models 420 and 430 are available 
separately. The dilution unN for the Model 430 is 
shown In Fig. 4. These units ai i completely tested at 
SHE to ensure that the perft rmance exceeds the 
guarantees of the complete cryostat insert. This per- 
formance requires adequate pumping speed and 
careful Installation to eliminate heat input due to 
thermal radiation, vibration, rf heating, and other 
causes. For this reason H is not possible to guaran- 
tee that the full performance capability will be 
achieved by the user when only the dilution unit Is 
purchased. 
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Rf. 4. onP 430 


SPECIFICATIONS 


MlnImufii Ttmptratyrt 

Tfp!c#l: 

0u«r4nW«d: 

Cooling Powof 

Holluffi Chargo. IncludM normal 
room lomparalura volumat 
DImOnaloni (cm) 


Modal 

Modal 430 4J0/430A 

i mK 4.S mK 

g mK 7 mK 
8oa Fig 2 toa Fig 3 
*Ha 0 4 mol *Ha 1.2 mol 
*Ha Mmol *Ha 3 4mol 


Oaarall Itnigih 

1t2 

266 

•oOom of log-glala to bottom 
of vacuum can 

146 

166 

Mailmum diamator boloo 
log-plata ai baffla 
iKparlmantal tgaca balOMr mliing 
chamber (cm) 

137 

Z^ 

Length 

260 

635 

Diameter 

• S 

131 









PUMPING AND GAS 
HANDLING SYSTEMS 
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OF POOR QUALITY 


FEATURES 


Highest quality components and construction 
throughout 


A properly designed gas handling system is essential 
to the performance of a dilution efrigerator. Pumps, 
valves, and pumping lines must be carefully matched 
to achieve the refrigerator's full potential. It is equally 
important that It be easy to use, that it provide long- 
term vacuum Integrity, and that it have adequate pro- 
tection against power failure, cooling water shut- 
down, and circulation blockage. SHE Gas Handling 
Systems have all these features and come In a vari- 
ety of models to provide a wide range of refrigeration 
capabilities. 


Only the highest quality components and construc- 
tion techniques are used throughout these systems. 
All valves and gauges are mounted on large alumi- 
num panels which are bolted to a sturdy support 
frame. This eliminates motion of the components 
which could result In vacuum leaks. Vacuum sensors 
are employed in important parts of the circuit and are 
monitored on a meter mounted on the front panel of 
the system. A panel mounted switch allows the user 
to select between sensors. The panels feature a 
clear, full-sized diagram of the plumbing arrange- 
ment and all valves and gauges are integrated Into 
this diagram to achieve the clearest possible exposi- 
tion of the gas handling system, thereby minimizing 
the possibility of error in its use. 


ng. 1. SHE Mods! OHS-2F Pumping and Qaa Handling Syttam 


tern, while those ending in "F" include all four 
subsystems. A gas handling system designated "F" 
with the additional suffix "NP" indicates a system 
provided with no rotary pumps except the sealed 
rotary pump in the *He/*He subsystem. See Table 1. 


In order to provide maximum vibration isolation, SHE 
Gas Handling Systems are mounted physically sepa- 
rate from the cryostat insert and all interconnecting 
lines are supplied with special flexible sections. Ad- 
ditional flexible sections are used to further Isolate 
the rotary pumps which are located behind the gas 
handling system. 


THE >He/*He CIRCUIATION 
SUBSYSTEM 

The *He/*He subsystem Includes a two-stage liquid 
nitrogen cooled trap, a storage tank, precision pres- 
sure gauges, and all pumps and valving needed to 
conveniently operate the refrigerator. Bypass valving 
Is provided to throttle the circulation for stable opera- 
tion at temperatures up to 2 K. This important feature 
ensures a substantial overlap of the operating rarge 
of a dilution refrigerator with that of a simple pumped 
helium bath. Provision is also made for connecting 


Fig. 2 presents a diagram of the plumbing arrange- 
ment of a complete gas handling system. This sys- 
tem may be divided Into four subsystems: the 'He/ 
'He subsystem, the 1 K refrigerator subsystem, the 
vacuum can subsystem and the pump /purge sub- 
aystem. Each of these is described in the following 
sections. Gas handling systems whose model desig- 
nations and In *'H” include only the *He/*He subsys- 
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the subsystem via a precision metering valve to a 
mass spectrometer leak detector. This is useful tor 
leak testing, measurement of the *He content of the 
circulating gas and as an aid in diagnosing refrigera* 
tor performance. 

A relief valve located in the subsystem shunts the 
*He/'He mixture Into the storage tank in case a 
blockage of the refrigerator occurs, and allows un> 
attended operation for extended periods. Valving Is 
also provided to permit circulation of the mixture 
through the nitrogen-cooled traps prior to its admit- 
tance to the refrigerator, thereby ensuring that no 
contaminants raach the dilution unit 

Each gas handling system can be characterized by 
the pumps it employs and the circulation rate which 
can be achieved. The QHS-1 is supplied with a 
10 f/sec rotary pump which, under typical operating 
conditions, provides circulation rates from 100*150 
|tmoi/sec. The QHS-2 and GHS-3 utilize oil vapor 
pumps as booster pumps with a 10 f/sec rotary 
pump to provide maximum circulation rates of ap- 
proximately 250 fimol/sec and 500 funol/sec respec- 
tively. The GHS-4 uses blower pumps to achieve 
circulation rates exceeding 2 mmol /sec. 


as 


LTl-BSa 


1 K REFRIGERATOR 
SUBSYSTEM 
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This subsystem operates the continuous flow 1 K 
coldplate system and allows flow testing and purging 
of the coldplate during startup. In addition, a sepa- 
rately valved line branches from the main coldplate 
pumping line and connects to the helium space of 
the liquid helium dewar. This connection, together 
with a built-in interconnection to the pump/purge 
subsystem, enables one to flush both the coldplate 
system and the helium space of the dewar with he- 
lium or nitrogen gas during the startup and shut- 
down procedures. Separate vacuum sensors are 
provided for both the coldplate line and the dewar 
line. 

THE VACUUM CAN 
SUBSYSTEM 

The vacuum space surrounding the dilution unit Is 
evacuated by way of an oil diffusion pump^mounted 
in the gas handling system. Interconnection to the 
pump /purge subsystem is provided by way of a 
needle valve permitting one to flush the vacuum 
space during startup and to admit exchange gas to 
this space in a well-controlled fashion. A quick-con- 
nect fitting mounted on the side of the framework Is 
provided to connect a mass spectrometer leak de- 
tector directly to the vacuum space. 


THE PUMP/PURCE SUBSYSTEM 

This facility comprises a separate rotary pump, two 
compound retard pressure/vacuum gauges, a num- 
ber of toggle vacuum valves, means to connect this 
subsystem to sources of nitrogen and helium gas, 
and hose connectors for attaching rubber tubing. 
This subsystem is connected to all other subsystems 
and allows the user to flush them with nitrogen or he- 
lium gas as needed. The hose connectors provide a 
convenient source of these gases for a variety of 
uses. 

INSTALLATION IN YOUR 
LABORATORY 

All SHE gas handling systems come complete with 
large interconnecting pumping lines of negligible 
flow impedance. Separation of the cryostat support 
structure and gas handling system by a distance of 
two feet is standard, with additional separation avail- 
able at extra cost. Fig. 3 gives the dimensions of 
the laboratory space required for the standard 
installation. 

In order to maximize the vibration isolation between 
the gas handling system and cryostat insert, each 
SHE gas handling system is to be firmly bolted to the 
floor. In addition, provision is made to embed a short 
section of each pumping line in concrete between 
the main fralnework and the pump. Specially cut 
wooden forms are provided to allow one to p>our this 
concrete block within the floor space occupied by 
the framework. 

OPTIONS 

• Extra 35 or 100 IKer storage tank with separate 
valving and gauge. 

• Auxiliary valving allows use of pumps for another 
application such as evacuating the vacuum space 
of a helium dewar. 

• Custom designed pumping lines— Longer lines, 

• shorter lines, and special configurations, such as 
^o-piece lines for use with an rf shielded enclo- 
sure, are available. * 

• Extra coldtrap— This option allows continuous op- 
eration of the refrigerator while cleaning contami- 
nants from the regular coldtrap. All necessary 
valves and pumping lines are provided. 

SPECIFICATtONS 


Cireulaiien a«i« 

OH5;-1 > 150 funol/Mc. typical 
QHS-2 250 fimol/MC, maximum 
OHS-3 500 lunol/aac. maximum 
QHS-4 > 2000 |ifflol/aac. typical 
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8.H.E. CORPORATION 
DRl-420 WITH OHS-3F 


D-4. P«rforinanc« T«st 

Th« ••8tmbl«d eryostr.t insert was given a complete low 
temperature performance test at SHE* It was mounted in one of 
the SHE in-house support structures and connected to the in-house 
gas handling system. An in-house liquid helium dewar was used 
for the test. Calibrated carbon resistance thermometers were 
Installed on the coldplate* the still# the base plate# and the 
coldest heat exchanger. Most of these thermometers are from a 
special set used when testing# to allow more precise comparisons 
between refrigerators: thus these are not the resistance 

thermometers currently installed on the refrigerator. However# 
the coldest heat exchanger resistor currently installed is the 
same one used for the performance test. To measure the mixing 
chamber temperature# two CMW thermometer packages were installed; 
one was inserted through the bottom port on the mixing chamber to 
measure the temperature of the liquid helium inside the mixing 
chamber# and the other was fastened to the mixing chamber body to 
measure the temperature of the outside of the mixing chamber* 

The thermometer packages use the Curie law dependence of the 
susceptioility of cerium magnesium nitrate# CMN . The packages 
contain an 11 mg CMN powder pill along with the excitation and 
detection coils for use with the SHE KLM measurement system. The 
RLM system measures changes in the mutual inductance between the 
excitation and detection coils; such changes are caused by 
changes in the susceptibility and hence the temperature cf tt»e 
CMN. The CMti thermometers were calibrated between 0.34 
0*49 K using a calibrated germanium resistance thermo..ietcr 
installed on the outside of the mixing chamber. Liquid helium is 
used for thermal contact to the CMN. The external thermometer 
package was connected by a capillary tube to the dilute side vf 
the coldest heat exchanger. The capillary let helium into the 
external thermometer package so that the CMN was in good thermal 
contact with its housing# which in turn was tightly bolted to the 
mixing chamber. The stub into which the capillary was soldereu 
is still in place on the last heat exchanger: it may be 

unplugged and used for a similar purpose if desired. 

The helium solution used in the dilution refrigerator system for 
the performance test contained ^0 . €7 moles of ^He and 1.6 moles of 
•^He; or in terms of liquid equivalent# 2S cm^ of ^He and 45 cm^ 

of ^He. The external CMN thermometer package contained about 

1 cm^ of '^He# and the adaptor piece used for the internal CMN 
thermometer added a volume of about 6 cm^ of ^He. As indicated 
in Section 3-1# there is Quite a large range for the acceptable 
quantities of both ^He and ^He. 

Table D-1 shows the operating characteristics with no externally 
applied head load on the mixing chamber. The outside of the 

mixing chamber cooled to 6.5 mK# and the liquid helium inside the 

mixing chamber cooled below 6 mK. The independent variable for 
these data is the still power# determined by measuring the 
current through the still heater. The heater resistance is 


TABLE 01 

Operating Characteristics - No Heat Load on Mixing Chamber 
Dilution Refrigerator Model drp-42 « Serial Ho, *232 



X '■ 










































8.H.E. CORPORATIOH 
DRl-420 WITH GH8-3P 


nominally 440 ohms for t«mperatur«a balow 4.2K; ao 2 mW 
corraaponda to 2*13 mR* Tha atill haatar uaad for tha taat ia 
tha ona eurrantly inatailad on tha atill. Tha atill powar 
datarminaa tha ^Ha circulation rata which in turn datarminaa tha 
rafri 9 aration capability. Howavar thia cooling powar ia offaat 
by many variad factora auch aa viacoua haating and haat conctuctad 
down alactrical laads and halium fillad tubaa (tha atill ia 
hottar at highar atill powara). Thua thara ia a minimum 
tamparatura# with both lowar and highar atill powara giving 
highar mixing charobar tamparaturcu. For thaaa data, tha flow 

rata ia - maaaurad by tamporarily atopping circulation and 

maaauring how much tima is raquirad for a 10 torr praasura 
in tha known room tamparatura volume; see Section 4*6. Tha ^Ha 
to ^He ratio of tha circulating halium ia maaaurad using a mass 
spactromatar leak datactoc modi f lad to datact both ^Ha and 'Ha. 

Tha last point in Table D*1 illuatratas tha axistanca of a haat 
leak into tha mixing chamber which gradually dacraasas with tima. 
In a period of 28 hours tha mixing chambar body coolad from 
7.17 mK to 6.50 mK aa an equilibrium tamparatura for a still 
powar of 2 mW. it is fait that this slowly dacreasing haat leak 
might ba caused by residual exchange gas. which is slowly 

adsorbed. For tha performance test, tha mixing chambar was balow 

4 K for only two days; further iinprovemant might ba expected for 
longer periods cold. 

Table 0*2 shows tha measured refrigeration capability at a still 
powar of 16 mW. Tha haat load was applied to tha four wire 
haatar currently mounted on tha mixing chambar. Tha four wire 
hook*up.of this haatar. sea Appendix A. allows both tha current 
through tha haatar and tha voltage drop across tha haatar to ba 
measured; thus yielding an accurate determination of the heat 
load. The 16 mw stillpower was chosen since it prouuces 
approximately tha highest circulation rate which tha SHE pumping 
system can handle. The SHE pumping system used consists of an 
Edwards 9B3 booster pump backed by an Edwards ED660 sealed 
mechanical pump. For tha lowest temperature powar point, tha 
stillpower was decreased since the resulting lowar circulation 
rata gave a colder mixing chamber temperature for tha applied 
heat load. The cooling power as a function of the external 
mixing chambar temperature ib shown on the attached graph. From 
the smooth curve, the refrigeration capability is about 2400 
erg/sac (240 p W) at 100 mK. and 115 erg/sec at 25 mK. 

The data contained in Tables in D*1 and 0*2 may ba very useful 
when first operating the refrigerator, to determine if it is 
running satisfactorily. It is advised not to attempt any 
experiments the first time tha refrigerator is operated. Just 
operate the refrigerator to be certain its operation is 
understood and is satisfactory. Diagnosis of any difficulties 
may be' much more difficult *f added experimental fixtures are 
also present. temperature as a function of the applied heat 
load. Prom the smooth curve, the refrigeration capability is 
over 2700 erg/sec (270 y W) at 100 mK. and is still about 


TABLE 02 

Refrigeration Capability at ■. 

Dilution Refrigerator node! dhp-42 » Serial No. 4232 
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8.H.E. CORFORATION 
DRI-420 WITH CHS-3P 


100 vrg/Rvc at 20 mK. Por all this data» th« coldplata valva was 
cloaad. Howavar whan highar atill powara ara uaad# it may ba 
nacaaaary to opan tha valva to kaap tha coldplata tainparatura 
aeeaptabla. 

Tha data eontainad in Tablas Dl and D2 may ba vary usaful whan 
first oparating tha raf rigarator ; to datarmina if it ia running 
satisfactorily. It is advisad not to attampt any axparimants tha 
first tima tha refrigarator is oparatad. Just oparata tha 
rafrigarator to ba cartain that its oparation is undarstood and 
is satisfactory. Diagnosis of any problams may ba much mora 
difficult if addad axparimantal fixtures ara also presant. 


